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Brief Clinical ReportsRecurrent ventricular tachycardia in the postoperative period: The
danger of malfunctioning epicardial pacing wiresSimon Modi, MB BS, MRCP, Diane Barker, MB BS, MRCP, Nathaniel Hawkins, MB BS, MRCP, and
Mark Hall, MB BS, MRCP, MD, Liverpool, United KingdomVentricular arrhythmias in the postoperative period can be
caused by a number of factors including ischaemia, left ven-
tricular impairment or stunning, metabolic or mineral de-
rangement, operative scar, and medication induced QT
abnormalities. Of similar gravity, failure of postoperative
epicardial pacing wires will generally leave patients either
asystolic or markedly bradycardic, requiring either tempo-
rary transvenous pacing or permanent pacing. We reportFIGURE 1. Twelve-lead electrocardiogram taken during onset of ventricular
segment because of undersensing of the intrinsic QRS complex (arrows). Pacin
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e48 The Journal of Thoracic and Cardiovascular Surgan unusual cause of recurrent ventricular arrhythmias sec-
ondary to epicardial pacing system malfunction.CLINICAL SUMMARY
A 65-year-old patient underwent aortic valve replacement
and coronary grafting 2 days previously. Postoperatively, he
had been stable with a single ventricular epicardial pacing
wire in situ set ventricular inhibited pacing at 55 beats/min.
He had no preoperative or intraoperative history of trouble-
some ventricular arrhythmias and was progressing well
with steady restoration of intrinsic heart rhythm and no
need for inotropic support. Over a subsequent 48-hour period,
he sustained 4 ventricular tachycardia (VT)–induced cardiac
arrests treated with emergency cardioversion, intravenous
amiodarone, and eventual lidocaine boluses. Echocardio-
graphic assessment was satisfactory with a well-functioning
aortic prosthesis and good left ventricular systolic function.
His epicardial system had been noted to ‘‘lose capture,’’
and the electrophysiology team was contacted. Thistachycardia–induced cardiac arrest. Pacing spikes are seen within the ST
g impulse on the T wave induces rapid ventricular tachycardia (asterisk).
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Brief Clinical Reportselectrocardiogram was fortuitously taken at the onset of one
such VT-induced cardiac arrest (Figure 1). The first portion
of the electrocardiogram shows a sinus tachycardia (with
low-amplitude P waves) and first-degree heart block. Under-
sensing of the intrinsic QRS complex is also noted, leading to
inappropriate pacing immediately after the unsensed QRS
complex (Figure 1, black arrows). ‘‘Loss of capture’’ is
seen but actually represents attempted pacing in the ventricu-
lar refractory period caused by lack of appropriate sensing.
The final ‘‘normal’’ QRS complex is undersensed, and a pac-
ing output is delivered at the apex of the T wave (R on T phe-
nomenon; Figure 1, asterisk) inducing monomorphic VT.
The problem was temporarily remedied by increasing
pacemaker sensitivity from 2 to 0.5 mV (reducing the sens-
ing voltage), allowing the temporary pacemaker to ‘‘see’’
the intrinsic QRS complexes better. Because of the clear res-
toration of an appropriate underlying rhythm, definitive
treatment was to switch off and remove the malfunctioning
epicardial system. No further VT was observed, and antiar-
rhythmic medication was discontinued.
DISCUSSION
Although initial implant pacing parameters can be satisfac-
tory, vigilance must be observed for the development of tem-
porary pacing malfunction. In this case the problem was not
loss of capture but undersensing of the intrinsic R wave, lead-
ing to inappropriate delivery of a pacing spike on the T wave.From the Division of Thoracic and Foregut Surgery, Department of Surgery,
University of Minnesota, Minneapolis, Minn.
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The Journal of Thoracic and CaThe consequence of both undersensing and oversensing can
be catastrophic. In our case undersensing and inappropriate
pacing led to a malignant ventricular arrhythmia and cardiac
arrest. Equally, oversensing (mistaken recognition of intrin-
sic cardiac activity) can lead to pacing inhibition and, in the
case of the patient with no underlying rhythm, asystolic car-
diac arrest. Suspicions of undersensing should be raised when
pacing spikes appear within the QRS or T wave and those of
oversensing when pacing spikes do not appear when they
should during prolonged pauses or periods of asystole. How-
ever, true loss of capture occurs when an appropriately timed
pacing spike does not produce a QRS complex at all.
Assessing pacemaker sensitivity is often difficult because
most temporary systems do not have the inbuilt functionality
to measure a patient’s intrinsic R wave, as seen through the
pacing leads. One method is to turn the pacing rate low
enough to allow intrinsic QRS complexes to predominate.
During a steady period of intrinsic ventricular activity (as
noted usually by a ‘‘V sense’’ flashing LED on the genera-
tor), one increases the sensitivity voltage setting until the
system no longer records ‘‘V sense,’’ but a ‘‘V pace’’ event
occurs. This voltage is roughly the maximum amplitude of
the intrinsic R wave that is seen by the pacing system, and
a sufficient margin should be set to avoid oversensing or
undersensing issues based on this voltage. If doubt or mal-
function still exists, then early collaboration with the electro-
physiology team is recommended.Gastroaortic fistula: A rare and lethal complication of esophageal
stenting after esophagectomyDaniel Whitelocke, BSHon, Michael Maddaus, MD, Rafael Andrade, MD, and Jonathan D’Cunha, MD,
PhD, Minneapolis, MinnThe use of esophageal stenting for postesophagectomy leak
is increasing, with acceptable clinical results.1 Gastroaortic
fistula is a potential highly lethal complication of stenting.
To increase awareness of this potential complication, we
present a case of postesophagectomy gastroaortic fistula af-
ter esophageal stenting.CLINICAL SUMMARY
A 53-year-old woman underwent an esophagectomy for
T3 adenocarcinoma involving the gastroesophageal junction
through a left thoracoabdominal approach with her anasto-
mosis in the left chest at 35 cm. She had an anastomotic
leak on postoperative day 6, and this was managed nonoper-
atively. Unfortunately, her clinical status worsened, and she
was referred at 3 weeks postoperatively for intervention. Ad-
ditional past medical history was also significant for chronic
obstructive pulmonary disease, hypertension, anemia, and
morbid obesity. She was quite debilitated on arrival in refer-
ral with systemic signs of infection.
The patient underwent esophagogastroduodenoscopy and
placement of a Polyflex esophageal stent (Boston Scientific,
Natick, Mass). Right video-assisted thoracoscopic surgicalrdiovascular Surgery c Volume 140, Number 3 e49
